Comparative evaluation of applanation and indentation tonometers in a community ophthalmology setting in Southern India  by Nagarajan, Swathi et al.
Saudi Journal of Ophthalmology (2016) 30, 83–87Original ArticleComparative evaluation of applanation and indentation
tonometers in a community ophthalmology setting in
Southern IndiaPeer review under responsibility
of Saudi Ophthalmological Society,
King Saud University Production and hosting by Elsevier
Access this article onlin
www.saudiophthaljourn
www.sciencedirect.com
Received 14 August 2014; received in revised form 12 November 2015; accepted 13 November 2015; available online 19 November 2015.
a Dept of Ophthalmology, Mahatma Gandhi Medical College and Research Institute, Pondicherry, India
b Regional Institute of Ophthalmology and Govt Ophthalmic Hospital (RIOGOH), Madras Medical College, Chennai, India
c Sri Balaji Vidyapeeth University, Pondicherry, India
⇑ Corresponding author at: 74, 4th Cross, Thanthai Periyar Nagar, Pondicherry 605005, India. Tel.: +91 413 2201379.
e-mail address: swats1309@yahoo.com (S. Nagarajan).Swathi Nagarajan a,⇑; Veerabahu Velayutham b; G. Ezhumalai cAbstractPurpose: Measurement of intraocular pressure (IOP) is one of the basic investigations in a general ophthalmic workup. In this
study, we attempt to determine the agreement in the measurement of IOP obtained by Perkin’s applanation tonometer, noncon-
tact tonometer and Schiotz indentation tonometer in patients attending general ophthalmology OPD in a tertiary care centre in
South India and its use in a community ophthalmology setting.
Methods: A cross-sectional analytical study in which IOP was measured in patients using the three tonometers. Central corneal
thickness (CCT) was measured using Ultrasonic pachymetry. Bland Altman analysis was done to evaluate the agreement between
instruments.
Results: 800 eyes of 400 patients were included in the study. By Bland Altman method, Schiotz indentation tonometer was found
to have better correlation to IOP obtained by Perkin’s applanation tonometer. Schiotz indentation tonometer was found to be
most accurate when CCT was in the range of 501–550 lm and noncontact tonometer was found to be least accurate when
CCT was greater than 600 microns. On comparing correlation at different age groups, both the methods had better correlation
at <40 years age group.
Conclusion: Both the tonometers showed a significant correlation with the gold standard technique (Perkin’s applanation tonometer)
over a range of IOP and CCT with the Schiotz tonometer better than the NCT. This study proves that Schiotz tonometer can be recom-
mended as a reliable screening tool in community outreach ophthalmology services. The twin advantages of portability and availability
make the Schiotz tonometer a popular choice among ophthalmology trainees and optometrists in a developing country like India.
Keywords: Perkin’s tonometer, Noncontact tonometer (NCT), Schiotz indentation tonometer, Intraocular pressure (IOP),
Tonometry, Central corneal thickness (CCT)
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Worldwide, Glaucoma is the second most common cause
of irreversible visual loss, with its prevalence in South India
varying between 1.62% and 2.6%.1,2A chronic optic neuropathy with characteristic structural
and functional changes in the optic nerve head, an important
risk factor for glaucoma is increased Intraocular pressure
(IOP). A normal intraocular pressure is essential to maintain
the shape of the eye and visual function with prolongede:
al.com
84 S. Nagarajan et al.elevation in IOP resulting in irreversible damage to the retinal
ganglion cells and postganglionic nerve fibres.3 Detecting the
IOP is essential in not only initiating treatment, but also in
monitoring the response to treatment.4 The past few decades
have seen a rapid evolution of tonometry instrumentation to
ensure more accurate measurement of IOP. However, both
ocular and nonocular factors often exert confounding influ-
ences in the accurate measurement of the IOP and complicate
the treatment.5
Public sector health institutions in India primarily serve the
underprivileged sections of the society and rural camps are
the most effective measures to screen the population for
debilitating vision disorders. In population screenings and
rural camp settings for glaucoma detection, the ease of oper-
ability and cost significantly influence the selection of the
tonometer. Also, in many instances, absence of sufficient
manpower requires the services of an optometrist to perform
a quick IOP measurement. However, the accuracy of such
cheap and user-friendly tonometer may be called into ques-
tion in comparison with the gold standard. It, therefore,
becomes essential to determine the reliability of these
tonometers and also to determine their usefulness in special
situations.
In this study we aimed to evaluate the efficacy of Schiotz
indentation tonometer and Non-contact tonometer (NCT)
in measuring the IOP as compared to Perkins handheld
applanation tonometer (handheld model of Goldman appla-
nation tonometer (GAT- the gold standard)) and to deter-
mine the inter-instrument agreement of these tonometers
with Perkins tonometer over a range of central corneal thick-
ness (CCT). The reliability of these tonometers with Perkins
tonometer during mass screening of IOP in rural and commu-
nity outreach eye camps was also analysed.Materials and method
This study was approved by the Institute Research Board
and Ethical Committee. Over a 4 month period (January–
April 2013), patients of both sexes between the ages of
20–80 years attending the outpatient services were randomly
screened and included in this study. Patients with pre-
existing corneal pathologies and nystagmus were excluded
from the study. The IOP was measured by a single investiga-
tor using the Noncontact Tonometer, Perkin’s applanation
tonometer and Schiotz indentation tonometer in that order
to prevent lowering of IOP induced by contact. In all cases,
a 5 min interval was ensured between any two methods of
IOP measurement and an average of three measurements
was taken as the final IOP obtained by that method. CCT
was measured with the Altair Ultrasonic pachymeter after
tonometric measurements had been completed.
First, the patient was seated at the tabletop model of
Canon TX-10 Noncontact Tonometer (Canon USA Inc, USA)
and asked to fix at the target. The examiner aligned the cor-
nea by superimposing the reflection of the target from the
patient’s cornea on a stationary ring. An air puff was auto-
matically triggered when alignment was satisfactory.
Then, the patient’s cornea was anaesthetized with topical
application of 0.5% proparacaine hydrochloride and the tear
film stained with sodium fluorescein using paper strips
impregnated with fluorescein. With the patient in a sitting
position, under cobalt blue light illumination, the biprism ofPerkin’s tonometer (Haag-Streit, USA) was brought into gen-
tle contact with the centre of the cornea. The fluorescein
semicircles were viewed through the biprism, and the
calibrated dial was adjusted till the inner edges overlapped.
The reading on the dial was multiplied by ten for the IOP
value.
Finally, the patient was placed in a supine position and
asked to fix at a target. Zero error of Schiotz indentation
tonometer (Medetz Surgical, USA) was taken by placing the
footplate on the test block provided. The eyelids were sepa-
rated by hand without exerting pressure on the globe, and
the tonometer foot plate was placed on the anaesthetized
cornea so that the plunger moved freely vertically. The scale
reading was noted. The 5.5 gram weight was initially used,
but if scale reading was four or less additional weights were
added to the plunger. The subsequent readings were taken
with additional weights to overcome the influence of sclera
rigidity. These readings were converted to IOP measurement
in mm of Hg by using Friedenwald’s table.
Following the completion of IOP measurements, the ultra-
sonic pachymetry probe (Optikon 2000 S.p.A, Altair, Rome,
Italy) was placed on the centre of the anaesthetized cornea.
Three consecutive readings were taken and averaged to
get the central corneal thickness. CCT values were catego-
rized as per the findings of the Los Angeles Latino Eye Study
Group.6
The results of all four diagnostic investigations were anal-
ysed by Microsoft Excel Program for frequency distribution
and computed in percentages.
Statistical analyses were performed using MedCalc for
Windows, version 13.3.1 (MedCalc Software, Ostend, Bel-
gium). IOP measurements were compared to those obtained
by the Perkin’s handheld applanation tonometer which was
assumed to be the gold standard (Sensitivity, specificity, pos-
itive and negative predictive values). Regression Analysis was
also performed to determine any causal relationship (Depen-
dant variable -Perkin’s Tonometer IOP; Independent
variables- Noncontact tonometer IOP, Schiotz tonometer
IOP, age, gender and CCT). A Bland–Altman plot was con-
structed to investigate the existence of any systematic differ-
ence between the different tonometry methods.Results
Both the eyes of all included patients have been studied.
Therefore for our analysis, background characteristics were
calculated based on sample size of 400 patients while the
remaining analysis was based on 800 eyes.
The study population comprised of 36 per cent males with
mean age of 54 years (95% CI 52.8–55.5, range 26–78 years)
and 64 per cent females with mean age of 55.6 years (95% CI
54.7–56.7, range 20–80 years). The mean age of all patients
in this study was 55.1 years (95% CI 54.3–55.9 years).
The mean CCT was 527.5 microns (lm) (95% CI 524.6–
530.5) ranging between 360 lm and 646 lm. Maximum eyes
(n = 423) had CCT in the range of 501–550 lm and only 48
eyes had CCT above 600 lm.
The mean of IOP measured by Perkin’s Tonometer, Non-
contact Tonometer and Schiotz Tonometer was 13.8 mmHg
(95% CI 13.5–14.2), 13.9 mmHg (95% CI 13.5–14.2) and
14.97 mmHg (95% CI 14.7–15.3) respectively. Most eyes
(n = 497) had values between 11 and 20 mmHg while only
PT- Perkins Tonometer 
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Chart 1. Bland–Altman plot: Perkin’s tonometer and Noncontact
Tonometer.
Comparison of applanation and indentation tonometers 858.5% eyes (n = 68) had IOP of more than 21 mm Hg. On eval-
uating the validity of the IOP measurements, both NCT and
Schiotz Tonometer were found to have high specificity and
negative predictive value (Table 1).
According to the Bland Altman plot, the mean (±S.D.)
measurement for Perkins tonometer was 13.8 mmHg (±5.2)
compared with 13.9 mmHg (±5.2) for the Noncontact
Tonometer method. The bias of the method was 0.02
(95% CI 0.29, 0.26) and precession was 3.9 (95%
CI = 7.67, 7.64) (Chart 1).
The mean (±S.D) measurement for Perkins tonometer was
13.8 mmHg (±5.2) compared with 14.97 mmHg (±4.1) for the
Schiotz Tonometer method. The bias of the method was – 1.1
(95% CI = 1.39, 0.85) and precession was 3.88 (95%
CI = 8.7, 6. 4) (Chart 2).
Bland–Altman plot indicated that while both the Schiotz
tonometer and Noncontact tonometer correlated with Per-
kin’s handheld applanation tonometer, the former was found
to correlate marginally better (SD of 3.87 for Schiotz tonome-
ter versus SD of 3.91 for NCT when compared to Perkin’s
tonometer).
When compared over different CCT ranges, the Schiotz
and Noncontact tonometers were most accurate when the
CCT was in the range of 501–550 microns. This correlation
was significant at p value of 0.01 level (2-tailed) in almost
all cases. However, the accuracy of the Noncontact tonome-
ter was poor when the CCT was greater than 600 lm (Pear-
son’s correlation 0.22).
On comparing correlation at different age groups, both
the tonometers had significant correlation with Perkin’s
tonometer (significant at p value of 0.01 level, 2-tailed), with
maximum correlation at <40 years group. Regression analysis
with a standard error of 3.14 indicated that the independent
variables could explain 57% of variation in IOP by Perkin’s
tonometer (R square: 0.57) (Table 2).PT-Perkin’s Tonometer
ST-Schiotz Tonometer 
Chart 2. Bland–Altman plot: Perkin’s tonometer and Schiotz tonometer.Discussion
Population screening for glaucoma based solely on IOP
may not be necessarily identifying all patients due to vari-
able response of the human eye to the changing IOP.
Although multiple risk factors can account for the suscepti-
bility to glaucomatous damage, the IOP is the only risk fac-
tor that is amenable to treatment by pharmacological and
surgical measures.4 Baseline values of the IOP will help the
clinician in monitoring progress of the disease and
response to treatment. While a number of tonometers
are available for measuring the IOP, each has its own
advantages and disadvantages. The increased costs and
the need for specialized training for optimal utilization of
modern tonometers preclude the use of such tonometers
in the rural camp setting and outreach mass screening
programmes.Table 1. Noncontact tonometer and Schiotz Tonometer when compared with
Parameters NCT Vs Perkin’s Tonome
Sensitivity 50% (95% CI: 37.6–62.3)
Specificity 98.9% (95% CI: 97.9–99.
Positive predictive value 80.9% (95% CI: 65.9–91.
Negative predictive value 95.5% (95% CI: 93.8–96.
NCT- Noncontact Tonometer.Applanation tonometry is the method of measuring IOP
with instruments that flatten the corneal apex. The Goldman
applanation tonometer (GAT) is regarded as the gold stan-
dard, and the Perkins tonometer is the portable version ofthe gold standard Perkin’s tonometer.
ter Schiotz Tonometer Vs Perkin’s Tonometer
42.7% (95% CI: 30.7–55.2)
5) 99.5% (95% CI: 98.6–99.8)
4) 87.8% (95% CI: 71.8–96.6)
9) 94.9% (95% CI: 93.1–96.4)
Table 2. Regression analysis.
Coefficients P-value
Intercept 2.8 0.1
Noncontact tonometer 0.5 2.28E40
Schiotz tonometer 0.4 7.33E17
Age 0.01 0.4
Gender 0.8 0.00
Central corneal thickness 0.01 0.02
Laterality of eye 0.63 0.01
Dependent variable- IOP by Perkin’s tonometer.
Independent variable-IOP by NCT, Schiotz tonometer, age, gender, central corneal
thickness and laterality of eye.
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Firstly, the probe of the instrument contacts the cornea that
can result in corneal abrasions and cross infection. Secondly,
the requirement of local anaesthesia makes it unpopular
among patients unwilling to permit or tolerate drug applica-
tion. Thirdly, while the accuracy of measurement is depen-
dent on the amount of fluorescein in the cul de sac, other
factors such as the CCT, corneal curvature, axial length and
the structural rigidity of the cornea are well-known sources
of error in conventional applanation tonometry.7–10 And
finally, the GAT does not permit its use in the rural mass
screening programmes that are required in a country like
India.
The Perkins tonometer, albeit, being an excellent alterna-
tive to the GAT is prohibitively expensive ($1400 approx) for
use in a community screening setting. Further, the Perkins
handheld applanation tonometer requires a trained ophthal-
mologist for accurate measurements and needs to be steril-
ized after each reading.
The Noncontact tonometer (NCT) is a user-friendly instru-
ment that lends well to use by the ophthalmology trainee as
well as by the optometrist. The NCT has the potential advan-
tage that it uses an air puff to indent the cornea thereby
reducing the possible risk of epithelial trauma and cross
infection which can be of tremendous advantage while in
use in mass screening camp setting.11 Nevertheless, the use
of the NCT by an ophthalmology trainee in a community
screening is deterred by its cost ($2000/-approx). The NCT
is often difficult to perform in patients with poor fixation
and has also been found to significantly underestimate GAT
measurements at lower IOP and to overestimate those at
higher IOP.12
The Schiotz tonometer is another user-friendly instrument
available for use by both the ophthalmology trainee and the
optometrist with twin advantages of portability and afford-
ability ($300/approx). However, the results of Schiotz tonom-
etry are known to be affected by factors such as scleral
rigidity, compressibility of the vascular content of the eye,
the ease with which the fluid is expressed through the drai-
nage channels and ‘‘Moses effect’’13 With the advent of
applanation tonometers, there has been some doubt on
the accuracy of the Schiotz tonometer. Several workers have
compared the efficacy of tonometers with some showing
good correlation between applanation tonometers and
indentation tonometers and others finding only a moderate
agreement between NCT and applanation tonometer.14,15
In this study, we have compared both Schiotz indentation
tonometer and NCT to Perkin’s tonometer in the same set of
patients and determined their respective agreement toPerkin’s by Bland–Altman method.16 Surprisingly, the Schiotz
indentation tonometer was found to agree better with
Perkins than NCT suggesting that the IOP measurements
by the Schiotz indentation tonometer are still clinically
acceptable. The bias on comparing the two tonometers to
Perkins was found to be clinically acceptable, thereby permit-
ting either one to be used in lieu of the Perkins Tonometer for
measuring IOP.
In outreach community ophthalmology camp settings,
where a large number of patients are to be screened within
a short period of time, the NCT and Schiotz tonometer serve
as acceptable devices. The results of our study support the
use of Schiotz tonometer as a screening tool for elevated
IOP in a community ophthalmology setting. In most outreach
camps, a major part of the screening will be done by either
the ophthalmology trainee or the optometrist due to
resource and manpower constraints. The relative ease of
use and the reasonable cost make the Schiotz tonometer a
readily available screening tool for community screening pro-
grammes. Though, this tonometer needs repeated steriliza-
tion of the instrument tip with ether or sodium hypochlorite
after each case, not much time is lost.
In this study, both the methods had a better correlation at
<40 years age group. Change in CCT with age can affect IOP
as measured by Perkin’s tonometer.17 Age-related changes
in corneal resistance to applanation has also been docu-
mented and could have affected the IOP values in the
>40 years age group.18 Our finding that NCT was found to
be least accurate when CCT was greater than 600 lm is sim-
ilar to the observation of Tonnu et al that the readings by
NCT are far more affected by changes in CCT than those of
GAT.19
The majority of patients who reported for the screening
belong to the lower socioeconomic status. This is akin to
the patient population catered to the public health institution
in which this study was performed. Post-LASIK patient report-
ing is almost never seen. This has resulted with only subjects
with corneal thickness close to normal being included in the
study although no conscious decision was taken to make cor-
neal thickness or post-LASIK as part of inclusion or exclusion
criteria. Also, the role of refractive error on IOP measure-
ments by different methods could not be analysed as most
patients included were diagnosed with significant bilateral
cataracts.20 The use of both eyes for analysis can result in a
Type I error (rejecting a true null hypothesis) and can be
minimized with the use of a mixed model approach.21 Also,
during analysis the data were found to be slightly skewed,
but, the sample size was large enough to follow a normal
distribution for analysis.Conclusion
Both the tonometers showed a significant correlation with
the gold standard technique (Perkin’s applanation tonometer)
over a range of IOP and CCT with the Schiotz tonometer per-
forming better than the NCT. For early detection, it is recom-
mended that those above the age of 40 years reporting to
ophthalmic services be screened for glaucoma. Limitation of
resources and poor access to specialized ophthalmic services
may justify the use of the more economical Schiotz tonometer
along with evaluation of the optic disc as the screening test for
glaucoma. The high specificity seen with Schiotz tonometer in
Comparison of applanation and indentation tonometers 87this study indicates that this tonometer can be recommended
as a reliable screening tool in community outreach ophthal-
mology services. However, prudency demands that those
patients with a provisional diagnosis of abnormal IOP must
be further subjected to GAT, visual fields and examination
of the optic nerve head for confirmation and follow-up.
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